[The problem of degradation and histocompatibility of bioactive ceramics in soft tissues. 2. Descriptive and morphometric evaluation of uncoated and coated bioactive ceramics].
After a 180 day lasting period of observation a persistent chronical inflammation occurred in the implants surrounding tissue of rats implanted with simple sintered biovitroceramics, where as the same material, coated with dental ceramic did not result in a comparable tissue reaction. After application of these coated implants we obtained a significant diminished formation of the periimplant connective tissue capsule. Inactivation of surfaces, being into contact with soft tissue, mentioned above, could be an economical, easy handling method.